Put the yellow safety guard (needle inside) on your skin at 90 degrees. Keep pushing down on your skin for about 15 seconds.

Firmly push down the autoinjector onto your skin until it stops moving.

When you are ready to inject, press the gray start button. You will hear a click.

Window turns from clear to yellow when the injection is done.

Questions? Call 1-844-REPATHA (1-844-737-2842)